 Proposed new automated pipeline for EEG-fMRI artifact reduction (APPEAR)  APPEAR effectively reduces MRI, BCG, ocular, muscle and motion artifacts  APPEAR was validated with resting-state and task-based EEG data  The results show APPEAR's utility for use in large-scale EEG-fMRI studies
Introduction
Electroencephalography (EEG) and functional Magnetic Resonance Imaging (fMRI) have both been widely used as noninvasive and safe techniques for detecting and characterizing changes in brain states and their relation to neuronal activity (Ritter and Villringer, 2006) . Simultaneous EEG-fMRI leverages fMRI's capacity to measure whole brain hemodynamic activities at the high spatial resolution and high temporal resolution of EEG signals, directly reflecting electrophysiological brain activities (Niazy et al., 2005) . Combining these modalities aids in cross-validation and offers a more comprehensive understanding of spatial and temporal activities in the brain. However, obtaining high-quality EEG data from simultaneous EEG-fMRI experiments is difficult and faces several technical challenges (Kruggel et al., 2000) . Recording EEG inside of an MRI scanner and during fMRI acquisition results in EEG signal contamination from MRI-related artifacts. The MRI gradient artifact (gradient artifact) is a result of a combination of switching magnetic field gradients required for a spatial encoding and MRI image generation during the fMRI acquisition. The ballistocardiogram (BCG) artifact appears to be a result of the presence of the static polarizing B0 magnetic field required for magnetic resonance acquisition (e.g., B0=3 Tesla) inside the MRI magnet (Ritter et al., 2009) . Other types of artifacts, such as muscle and ocular artifacts, can be present in EEG data regardless of whether the EEG is recorded inside or outside the MRI scanner (Mantini et al., 2007; McMenamin et al., 2010) .
After years of developing simultaneous EEG-fMRI techniques, several methods have been proposed for reducing artifacts from EEG data based on three main strategies. First, the artifact reduction strategy employs templates from BCG and gradient (i.e., MRI-related) artifacts that they later subtracted from the main signal (Allen et al., 1998; Allen et al., 2000; Niazy et al., 2005; Wu et al., 2016) . To date, the average artifact subtraction method (AAS) (Allen et al., 1998; Allen et al., 2000) is one of the most common approaches in reducing BCG -and especially gradient artifacts. The AAS method uses the repetitive pattern of the gradient and BCG artifacts to generate an artifact template by averaging the EEG intervals that are contaminated by the artifact to then subtract from the EEG signal. Though the AAS can effectively reduce BCG and gradient artifacts, some residual artifacts remain when this method is applied to raw EEG data in both real-time and off-line (Niazy et al., 2005) . To get the best results, this method requires a high reproducibility of the artifact's pattern, shape, and duration, which depend on the MRI scanner's hardware quality, to generate highly reproducible gradient waveforms and excellent time synchronization between the MRI and EEG data acquisition systems. With modern MRI hardware these requirements can be achieved and AAS typically provides excellent gradient artifact suppression (Laufs, 2012; Yuan et al., 2012) . However, using AAS for reducing BCG artifacts requires additional consideration due to the artifact's inherent variability. In other words, AAS assumes that BCG artifacts are stable over time; however, this is not always the case. Due to subjects' physiological variabilities, BCG artifacts are known to fluctuate over time, resulting in excessive residual BCG artifacts when using AAS. (Niazy et al., 2005) suggested a more comprehensive approach based on AAS, namely the optimal basis set (OBS), for reducing MRI-related artifacts. To minimize the effect of residual gradient and BCG artifacts, they proposed using principal component analysis (PCA) for capturing temporal variations in BCG artifacts and regressing them out from EEG data. A recent study proposed modeling the gradient artifact directly using the known MRI sequence gradient waveforms in order to reduce motion-affected gradient artifacts (Zhang et al., 2019) . Second, another artifact reduction strategy employs the use of an extra sensor during the recording of simultaneous EEG-fMRI for capturing such artifacts and then subtracting them from the raw data (Bonmassar et al., 2002; Masterton et al., 2007; Dunseath and Alden, 2010; Luo et al., 2014; van der Meer et al., 2016; Chowdhury et al., 2019; Daniel et al., 2019) . For instance, (Bonmassar et al., 2002) utilized a piezoelectric motion sensor to estimate motion and BCG artifacts. They calculated the correlation between the motion sensor and EEG signal to further design the Kalman filter to remove BCG artifacts. (Masterton et al., 2007) introduced a wire-loop-based technique for the correction of motion and BCG artifacts, and this method was adopted in real-time (van der Meer et al., 2016) . (Dunseath and Alden, 2010; Luo et al., 2014) suggested adding reference electrodes attached to a conductive reference layer to record artifacts and further remove them from EEG data. Although these methods appear beneficial for reducing artifacts, they are not yet widely used due to their required hardware modifications and additional equipment (Jorge et al., 2015) . Unfortunately, these approaches cannot be applied to existing datasets that were recorded without the extra sensors. Third, another artifact reduction strategy uses blind source separation (BSS) for decomposing the EEG data into independent components (ICs) and reconstructing the EEG data after removing artifactual ICs (Delorme et al., 2001; Srivastava et al., 2005; LeVan et al., 2006; Mantini et al., 2007; Zotev et al., 2014; Abreu et al., 2016; Mayeli et al., 2016; Zotev et al., 2018) .
While AAS/OBS and using extra sensors have proven successful for reducing MRI-related artifacts, these methods do not remove ocular and muscle artifacts. Also, BSS approaches are not recommended as the sole approach for reducing such artifacts, but are often combined with OBS or AAS to remove residual gradient and BCG artifacts Mayeli et al., 2016; Zotev et al., 2016) .
More specifically, using BSS as the primary method for reducing BCG artifacts is not recommended due to the difficulty in distinguishing BCG components from event-related ones (Debener et al., 2008; Debener et al., 2009) .
In this study, we proposed an automated pipeline for EEG artifact reduction during fMRI (APPEAR). The APPEAR comprehensive approach is an OBS/AAS-ICA-based algorithm for reducing BCG and gradient artifacts, in addition to motion, ocular and muscle artifacts, designed for: 1) substantially improving EEG data quality acquired during fMRI; and 2) making it possible for automated, non-human biased, and faster than manual EEG preprocessing of large EEG-fMRI datasets composed of hundreds of subjects (e.g., Tulsa 1000 (Victor et al., 2018) ).
Methods

APPEAR
The APPEAR algorithm combines OBS/AAS, filtering and ICA to reduce all types of artifacts contaminating EEG data recorded simultaneously with fMRI. Figure 1A shows the algorithm's first step and procedure for reducing noise and artifacts from EEG data. APPEAR first preprocessed raw simultaneous EEG-fMRI data by removing the gradient artifact, using the OBS included in EEGLAB's FMRIB plugin and function fmrib_fastr (Allen et al., 2000; Delorme and Makeig, 2004; Niazy et al., 2005) . The raw EEG data included the slice trigger markers (e.g., R128). Prior to running OBS, volume start was added by setting markers at every n-th occurrence of the slice trigger, where n was equal to the number of slices per volume. Volume trigger timing was used to generate an artifact template in OBS. After the removal of the gradient artifact, the data were downsampled to a 250 S/s sampling rate (4 ms interval, the initial sampling rate of the data was 5,000 S/s), and the EEG data were bandpass filtered between 1 and 70 Hz (0.1 and 70 Hz for task-based EEG data) using the built-in FIR filter in MATLAB named eegfilt. The fMRI slice selection frequency (19.5 Hz for this study) and its harmonics, vibration noise (26 Hz), and AC power line noise (60 Hz) were removed by band rejection filtering (1 Hz bandwidth).
AAS/OBS and Filtering
The AAS algorithm requires identification of the QRS complex in order to form the artifact subtraction templates . For this purpose, two methods were attempted: 1) the FMRIB plug-in for EEGLAB was implemented in MATLAB for QRS/heart beat Detection using simultaneouslyrecorded ECG data via the back electrode (Niazy et al., 2005) ; 2) an automatic cardiac cycle determination approach using ICA . Specifically, the ECG data recorded during fMRI acquisition is likely contaminated with MRI environment artifacts, thus the identification of QRS events could be impractical or difficult to determine. Furthermore, any subject's movement affects the quality of the recorded ECG data. Therefore, the proposed automatic approach for detecting the cardiac cycle directly from the EEG data using ICA by was implemented. We used the same parameters reported in the previous work to detect the ICs related to BCG and the QRS events.
For selecting the method with more accurate QRS detection, the resultant heart rate from the ICA method and FMRIB heart-rate calculations were compared to the heart rate indexed by simultaneous physiological pulse oximetry waveforms. For each fMRI run, simultaneous physiological pulse oximetry was collected (with a 40 Hz sampling rate, using a photoplethysmograph with an infrared emitter placed under the pad of the subject's non-dominant index finger). The ECG signal from this device is not sensitive to contamination from MRI environment artifacts, so the heart rate could be accurately detected using the peak detection function, findpeaks, in MATLAB. However, due to a lower sampling rate (compared to the ECG signal recorded using the back electrode) the physiological pulse oximetry signal is not ideal for detecting the QRS cycle and for generating a pulse artifact template. We chose the QRS cycle detection method that had the closest average heart rate achieved by pulse oximetry to generate the pulse artifact template. Supplementary Table S1 shows the details of the heart rate averages achieved with each method.
After detecting the QRS events, BCG artifacts were reduced using AAS, which is included in EEGLAB's FMRIB plugin. Although OBS was reported to outperform AAS for removing BCG artifacts in several studies (Ghaderi et al., 2010; Jorge et al., 2019) , it could potentially remove some neural activity, as it is shown in Supplementary Figure S1, for data from two different participants. Therefore, we selected AAS as the template correction approach for BCG correction. After reducing the BCG artifact using AAS, the data were then examined for intervals exhibiting significant motion or instrumental artifacts ("bad intervals") using EEGLAB's function, named pop_rejcont, and bad intervals were marked for removal.
ICA
After preprocessing and the removal of the gradient and BCG artifacts ( Figure 1A ), the following steps (illustrated in Figure 1B ) were applied for automatic artifact reduction using ICA. The Infomax ICA algorithm (Bell and Sejnowski, 1995) , implemented in the EEGLAB toolbox, was applied to the EEG data after template artifact correction. The ICA algorithm was used to decompose the N x M EEG data into L x M ICs, where N, L, and M denote, respectively, the number of channels, ICs to be estimated, and timesamples. The number of components was set to the number EEG channels (31 for this study). The relationship between the EEG data, x, and the ICs, S, is given by equation [1]: ] where A is the mixing matrix that carries the coefficients of the linear combination between the EEG data and the ICs (Lee et al., 1999) . Bad intervals could significantly affect the ICA results due to their high amplitude and power. Therefore, they were removed prior to ICA, resulting in a new N x K matrix, x'. An ICA was applied, forming a new relationship between the shortened EEG data and the resulting ICs, S', given by equation [2]:
Automatic IC Classification
ICs were flagged within the APPEAR algorithm if they were determined to be one of the following artifacts: BCG, blink, saccade, single channel, or muscle. Artifacts are determined with spectrum properties, topographic map properties, or an analysis of each IC's contribution (Wong et al., 2016) .
BCG IC Identification
BCG artifacts obscure EEG signals recorded inside the MRI scanner, independent of MRI acquisition presence, and significantly affect the quality of the EEG data. These artifacts occur fundamentally because of Faraday's law, which states that any movement of electrically conductive material in a static magnetic field results in electromagnetic induction. In other words, motion related to cardiac activity induces electromotive forces in the circuit formed by the EEG recording leads and the subject, which contaminate the EEG data with BCG artifacts (Ritter et al., 2009 ). ICs are flagged as BCG if they meet requirements for the mean power spectral density, topographic map, and IC contribution as stated in (Wong et al., 2016; Wong et al., 2018) . The detailed parameters for identifying BCG components are presented in the supplementary material.
We modified the protocol for marking the BCG components for removal reported in (Wong et al., 2016; Wong et al., 2018) , so that no components showing strong alpha activity in the occipital electrodes were removed. To do so, we defined a template that covered the occipital electrodes (O1, O2, and Oz). If the topographic map had an area overlap (more than 0.4 if unipolar, or 0.91 if bipolar) and if the highest value of the power spectral density (PSD) was in the alpha band range (i.e., 7 to 13 Hz) or if there was an average PSD in the alpha band that was higher than the delta, theta, and beta bands, we did not consider that component to be a BCG artifact. On the other hand, if the topographic map exhibited bipolar properties affecting the right and left hemisphere and having neither the maximum PSD in the alpha band nor the highest average PSD in the alpha band compared to the other EEG frequency bands, we considered that component to be a BCG artifact. Supplementary Figure S2 shows an example of a BCG artifact's IC time series and its features.
Blink and Saccadic IC Identification
Ocular artifacts are separated into either a blink or saccade (i.e., rapid movement of the eye between fixation points) components. The ICs associated with blinks, as well as saccade, have unique topographic maps. For detecting ICs with topographic maps related to blink and saccade, we used the approach presented in (Wong et al., 2016) . Blink ICs can be identified by their strong spatial projection in the frontal area; however, the topographic map related to saccade ICs depicts two strong and opposite polarity spatial projections behind the eye. The details of identifying the topographic map associated with these two artifacts are presented in the supplementary material of (Wong et al., 2016) . Supplementary Figure S3 shows an example of a blink artifact's IC time series and its features.
Single Channel IC Identification
A large artifact can be generated in one channel without affecting any other channels (not including adjacent channels that see a slight effect) if that channel is bumped during a recording or if it has poor contact (Pion-Tonachini et al., 2019) . Another reason these artifacts appear is that some EEG channels (e.g., T7, T8, TP9 and TP10) are more sensitive to jaw and head movement, which produce large artifacts for those channels . We call this type of artifact a single-channel artifact. To determine if a component represents a single-channel artifact, all ICs are removed except for the one being analyzed.
The EEG signal is reconstructed with only the one IC present, and then the power spectral density is computed for all 31 channels. The IC is flagged as a single-channel artifact if it meets the following three requirements:
Firstly, the power spectral density is extremely large in one channel compared to others, expressed as:
where the three maximum powers across all 31 channels are identified and sorted with max1(PSD) being the largest power value. Secondly, a kurtosis larger than 4; and then thirdly, lowest average power in the narrow alpha band (8-12 Hz). An example of the single-channel artifact's IC features is shown in Supplementary Figure S4 .
Muscle IC Identification
Muscle electrical activity or "electromyogenic" (EMG) artifacts exhibit widespread highfrequency activity due to asynchronous motor action units (McMenamin et al., 2010; Pion-Tonachini et al., 2019) . These components are flagged if the power of the signal is spread out in frequencies higher than 30 Hz, known as the gamma band. Specifically, the average power of the gamma band is computed for each IC, and if the average power is largest in the 30-60 Hz range, the IC is labeled as a muscle artifact (see Supplementary Figure S5 for an example of a muscle artifact's IC features). Such classification considers possible components with a large peak in the gamma band, which typically represent some type of noise (e.g., vibration noise and line noise).
Reconstructing EEG Data after ICA Decomposition
Using the mixing matrix after bad interval removal (i.e., "A") and the EEG data before bad interval removal (i.e., "x"), the IC matrix related to the whole dataset (before removing bad intervals) was computed with the following matrix multiplication, given by equation [4]: 
Data Acquisition
The data used for validation was selected from the Tulsa 1000 (T-1000) study, which assessed and longitudinally tracked 1000 adults, including healthy comparisons and treatment-seeking individuals with mood and anxiety disorders (Victor et al., 2018) . We selected the first eight healthy control participants according to the international 10-20 system. One electrode was placed on the subject's back to record the electrocardiogram (ECG) signal. A Brain Products SyncBox device was used to synchronize the EEG system clock with the 10 MHz MRI scanner clock. The EEG acquisition's temporal resolution was 0.2 ms (i.e., 16-bit 5 kS/s sampling) and measurement resolution was 0.1µV. EEG signals were hardware-filtered throughout the acquisition in the frequency band between 0.016 Hz and 250 Hz.
Evaluation
APPEAR was validated using both an event-related potential (ERP) and a resting-state EEG datasets recorded simultaneously with fMRI. We used manually corrected EEG data as the comparison for evaluating the accuracy of the proposed automated pipeline for removing artifacts. We followed the method using template subtraction, followed by ICA, which was suggested for removing EEG artifacts in previous works (Mantini et al., 2007; Debener et al., 2008; Debener et al., 2009; Mayeli et al., 2015; Zotev et al., 2018) . BrainVision Analyzer 2 software (Brain Products GmbH, Germany) was used to remove the artifacts manually and used the results of manual correction as a reference to evaluate the performance of APPEAR. The five steps procedure for offline EEG artifact reduction was as follows (Mayeli et al., 2016) . First, imaging artifacts were reduced using the AAS method (Allen et al., 2000) and
the signals were downsampled to 250 S/s. In the second step, band-rejection filters (1 Hz bandwidth) were used to remove the fMRI slice selection fundamental frequency (i.e., 19.5 Hz) and its harmonics, vibration noise (26 Hz), and AC power line noise (60 Hz), and then the EEG and ECG data were bandpass filtered from 0.1 to 80 Hz and 0.1 to 12 Hz (48 dB/octave), respectively. In the third step, in order to remove the BCG artifact using AAS (Allen et al., 1998) , the QRS cycle was automatically detected by the Analyzer 2 software with subsequent visual inspection that corrected incorrectly positioned R-peak markers. A template of BCG artifacts from 21 preceding cardiac periods for each channel was used to remove BCG artifacts using AAS. In the fourth step, prior to running ICA, the data were carefully examined to exclude intervals exhibiting significant motion or instrumental artifacts. Finally in the fifth step, the Infomax algorithm (Bell and Sejnowski, 1995) was used for ICA decomposition. ICs associated with artifacts were selected using the topographic map, power spectrum density, time course signal, and energy value. After selecting the artifactual ICs and removing them, the EEG signal was reconstructed with inverse ICA.
Stop Signal ERP
The first dataset used to examine the quality of the corrected data was EEG-fMRI data during a stop signal task lasting 8 minutes and 32 seconds. To determine the success of the pipeline in the separation and removal of BCG artifacts from EEG data, it is recommended that the quality of the signal of interest is examined (Eichele et al., 2010) . Thus, examinations of ERP extracted from the EEG data were used to evaluate the efficacy of the automated processing pipeline. Specifically, data resulting from the automated pipeline were compared to the same data processed manually as described above. For the ERP analysis, a commonly used paradigm (i.e., stop-signal; e.g., (Matthews et al., 2005) ) was employed. During this task,
participants were asked to respond to an "X" and "O" with either a right or left button press, but on 25% of the trials, an auditory tone (i.e., "stop-signal") indicated they should not respond. In this paradigm, the stop-signal stimulus was shown to elicit the N2 and P3 waveforms Ramautar et al., 2004; . The N2 component is a negative deflection in the ERP waveform, maximal over the frontocentral portion of the scalp peaking between 200 and 250 ms (e.g. (Carretié, 2014) ), and is an indicator of attentional control. The P3 is a centro-parietally maximal positive deflection in the ERP waveform peaking between 300 and 500 ms and indexes attention allocation (see: (Luck and Kappenman, 2011) ). In the current study, the eight participants completed the stop signal paradigm during simultaneous EEG/fMRI data collection, and the analysis was focused on the ERP response to the stop signal (72 trials for each participant).
In addition to the automated processing pipeline, the data were segmented from 200 ms prior to the 800 ms post onset of the stop signal. Then the data were baseline corrected to the average of the 200 ms interval preceding the stimulus onset. A low-pass filter was applied to the data with a half-amplitude cutoff of 30μV and 48dB/octave roll-off. Finally, automated routines were used to detect bad intervals in the data. Bad intervals were defined as any change in amplitude between data points that exceeded 50μv;
absolute fluctuations exceeded 200µV in any 200 ms interval of the segments (i.e., -200 to 800 ms); and flat-lining was defined as any change of less than 0.5µV in a 200 ms period. Trials were excluded if they included any of these artifacts. The number of trials rejected due to the above features ranged from 0 to 10 (M = 3.75, SD = 3.24).
According to recommendations from (Eichele et al., 2010) , we examined the scalp topographies, waveforms, and peak amplitude measures of the resulting ERP waveforms as well as the estimated signalto-noise ratio (SNR) of the N2 and P3 waveforms. The SNR of the ERP components was estimated in accordance with recommendations for processing EEG/ERP data (Cohen, 2014; Luck, 2014) . Specifically, SNR was calculated for two methods of quantifying ERP amplitude; peak amplitude (a measurement of the largest amplitude a waveform achieves in a specified measurement window) and grand average amplitude (average of the ERP waveform in a specified measurement window). This was done to account for common amplitude measures used in the field to compare groups and conditions in ERP experiments.
For peak amplitude, the SNR was calculated as the ratio of the ERP component peak and the difference between the largest negative peak and largest positive peak in the pre-stimulus baseline (estimate of noise).
The grand average amplitude SNR was calculated as the ratio of the mean amplitude measured across the following time windows, with respect to stimulus on-set: N2, 175-225ms; P3, 300-500ms, to the noise estimate in the baseline period (i.e., -200-0ms) described above . All statistical analyses were conducted in R version 3.6.1 using the WRS2 package.
Resting-State
A resting-state EEG-fMRI run, lasting 8 minutes, was conducted for each subject. Prior to the rest run, participants were instructed to clear their minds, not think about anything in particular, and try to
keep their eyes open and fixated on a cross. In order to evaluate the resting-state EEG data quality using our proposed pipeline, we compared the time-frequency (Wavelet Transform), and frequency (FFT) results between the manually corrected and automatically corrected EEG data.
The Continuous Wavelet Transformation (CWT) was applied to the data after taking the average EEG signal among all channels (i.e., 31 channels). CWT deployed the analytic Morse wavelet implemented in MATLAB's function cwt, with symmetry parameters of 3 and a time-bandwidth product of 60. To compare the results between the manually-and APPEAR-corrected EEG sets, we plotted the time-frequency analysis for only a 30-second segment of the EEG recording (for more visibility) taken from 60 to 90 seconds.
In addition, we computed the power spectral density (PSD) for all EEG channels for both manualand APPEAR-corrected data. To calculate the PSD in each analysis and each channel, a moving window FFT, with 4.096 s data interval length (0.244 Hz spectral resolution) and 50% interval overlap with a
Hanning window, was applied after the exclusion of the motion-affected intervals marked manually during the manual correction. After that, the PSD was averaged among all channels for each subject.
Results
The APPEAR preprocessing run times for each individual subject are shown in Table 1 . The run time was measured in terms of the time to run the entire process on MATLAB 2016B on an Intel Core i5-7500T 2.7GHz workstation with 8 GB RAM (Model: Lenovo ThinkCentre M710q) and Windows 10.
Comparisons of the resulting ERP components between the APPEAR and manually processed data are presented in Figure 2 . Table 2 includes the means (M), standard deviation (SD), and statistical comparison (i.e., dependent samples t-test) of the means of the peak amplitude ERP components (i.e., N2, P3) between automated and manually corrected ERP data. Results indicate that there are no significant differences between peak amplitude ERPs calculated from data resulting from the automated pre-processing (i.e., APPEAR) and those calculated following manual pre-processing (uncorrected p-values range from 0.10 to 0.76 and cohen's effect size range from -0.13 and 0.16). It should be noted that the N2 was quantified as the largest negative peak in midline channels (i.e., Fz, FCz, Cz) between 175 and 225 ms post-stimulus onset, based on a combination of visual inspections of the current data and previous research, indicating the N2 peaks between 200-250ms (Carretié, 2014) . Notably, the N2 peak was not evident at Pz. The P3
was calculated as the largest positive peak between 300 and 500 ms post-stimulus onset at midline channels (i.e., Fz, FCz, Cz, Pz). Figure 2 represents the ERP component waveforms and scalp topographies for both manually and automated corrected data. Table 3 indicates that there were no significant differences between ERP components (i.e., N2, P3) resulting from the automatic processing compared to the manual processing (uncorrected pvalues range from 0.20 to 0.97 and cohen's effect size range from -0.11 and 0.35). Table 4 represents the estimated SNRs of the mean amplitude measurements from the grand average across subjects of the N2 and P3 waveforms (i.e., N2, 175-225ms; P3, 300-500ms, post stimulus onset). Figure 3 shows the comparison between CWT results from APPEAR and manually corrected data.
We also compared the PSD (averaged among all channels) in different frequency bands between the APPEAR and manually-corrected EEG using a t-test (Figure 4 ) and the results are as follows: Delta band: t(7)= 0.131, p= 0.898, d=0.065; Theta Band: t(7)= 0.3124, p= 0.7594, d= 0.156; Alpha band: t(7)= 0.1794, p= 0.8602, d=0.090 ; Beta Band: t(7)= -0.1375, p= 0.8926, d= -0.069.
Discussion
In this work, we proposed a fully automated pipeline for removing EEG artifacts recorded simultaneously with fMRI. The pipeline was validated on both resting-state and task-based datasets by comparing APPEAR-preprocessed and manually preprocessed EEG data.
MRI Environment Artifact Reduction
Reducing MRI gradients and BCG artifacts is the first step of artifact correction for any EEG data recorded during fMRI acquisition. To do this, we first employed a template artifact correction. In the current study, we noticed a drawback of using OBS instead of AAS. Supplementary Figure S1 illustrates important caveats in using OBS as an average template subtraction method, as it removes some neural activity (e.g. alpha wave in posterior and occipital channels). Therefore, we employed AAS for reducing BCG artifacts instead of OBS.
Automatic Classification of Artifactual ICs after ICA Decomposition
Classifying the ICs may be the most challenging step in removing EEG artifacts, regardless of being recorded inside or outside of the MRI scanner. Although several methods have been proposed for automatic/semi-automatic IC classification for EEG data recorded outside the MRI (Nolan et al., 2010; Mognon et al., 2011; Winkler et al., 2011; Winkler et al., 2014; Chaumon et al., 2015; Frølich et al., 2015; Pion-Tonachini et al., 2019) , there are very few for EEG data recorded inside the scanner (Viola et al., 2009; Mayeli et al., 2016) . Here in this study, we classify the components either as artifacts or neural activities. IC classification was determined with spectrum properties, topographic map properties, or an analysis of each IC's contribution. Using those features, we removed the ICs associated with residual BCG, ocular, muscle, and single channel artifacts.
APPEAR Evaluation
In this study, we validated our automated EEG preprocessing pipeline performance for two common applications of simultaneous EEG-fMRI (i.e., resting-state and ERP). For resting-state, we compared the wavelet transformation and FFT results between the manually corrected and APPEARcorrected EEG data. Our results showed no significant difference between the two approaches.
Furthermore, the observed time course and scalp topographies (see: Figure 2 ) are similar to prior research examining the N2 and P3 in the stop signal paradigm (e.g., Ramautar et al., 2004; ) as well as the manually-corrected results.
EEG Preprocessing Speed
Manual preprocessing of the EEG data acquired during fMRI requires both extra time and a trained and experienced researcher, especially when compared to EEG recorded outside of the MRI scanner. The ICA classification might be one of the most challenging steps since there is no specific guideline for doing so. In our practice, a trained and experienced researcher needs approximately 30 minutes per subject to preprocess EEG and suppress artifacts. APPEAR offers a comparable quality of EEG preprocessing and artifact suppression, in addition to a much-reduced time requirement per subject. As presented in Table 1, the run time for all APPEAR preprocessing steps is less than 15 minutes per subject (utilizing modest computer hardware as well as software not configured and optimized for computational speed), which is significantly less than the time required for a human researcher to complete the same task. Beyond improved speed, APPEAR makes it possible to and will allow for the preprocessing and suppression of EEG artifacts in clinical EEG-fMRI studies, like the Tulsa 1000 (Victor et al., 2018) , with a large numbers of participants.
Limitation and Future Works
Detecting the QRS cycle is still a challenging part of using template artifact subtraction methods and could influence the efficacy of removing artifacts significantly with either aforementioned method.
To have the best possible estimate of the QRS cycles, we used a newly developed technique for detecting the QRS cycle using ICA on EEG data. This approach generally outperforms the FMRIB plug-in implemented in MATLAB for QRS cycle detection ( Supplementary Table 1 ). However, we confirmed the estimation of the QRS cycle using the pulse oximeter waveform (which is unaffected by MRI environment artifacts). If the ICA method did not detect the QRS cycle accurately, then we used the fMRIB approach using the ECG signal recorded via the back electrode.
In this work, we improved our automatic IC classification compared to our previous real-time EEG artifact correction study (Mayeli et al., 2016) . However, the computation speed of the algorithm must be further improved to be used in real-time applications.
Conclusion
The manual removal/suppression of EEG artifacts is one of the main challenges for simultaneous EEG-fMRI experiments because it is both time-consuming and requires specialized expertise. We developed a fully automated pipeline for EEG artifacts reduction (APPEAR). APPEAR was validated and compared to manual EEG preprocessing for two common applications -resting and task-based EEG-fMRI acquisitions. APPEAR correctly removed common EEG artifacts, such as gradient, BCG, eye blinks, motions, and muscle artifacts. APPEAR offers faster preprocessing times as compared to manual processing, and provides the capacity and possibility for large-scale EEG preprocessing as well as the analysis of clinical EEG-fMRI datasets composed of hundreds of subjects with affordable time and efforts. In providing a more efficient method of removing EEG artifacts, our work represents an important step and incentive towards expanding EEG-fMRI applications in the study of the human brain both in health and disease. Figure 1: The APPEAR Flowchart. Removing EEG artifacts included two main steps: A) reducing MRI environment artifacts and filtering. APPEAR first preprocessed raw simultaneous EEG-fMRI data by removing the gradient artifact using the OBS included in EEGLAB's FMRIB plugin and function fmrib_fastr by converting slice trigger markers (e.g., R128) to volume trigger timing and generate a template for gradient artifact. After the removal of the gradient artifact, the data were downsampled to 250 S/s sampling rate (4 ms interval), and the EEG data were bandpass filtered between 1 and 70 Hz using the built-in FIR filter in MATLAB named eegfilt. The fMRI slice selection frequency, and its harmonics, vibration noise (26 Hz), and AC power line noise (60 Hz) were removed by band rejection filtering (1 Hz bandwidth). In order to find the QRS cycle for generating BCG artifact template two methods were attempted: 1) FMRIB plug-in for EEGLAB implemented in MATLAB for QRS/heart beat Detection using simultaneously recorded ECG data via the back electrode (Niazy et al., 2005) ; 2) Automatic cardiac cycle determination approach using ICA implemented in . The more accurate method was found by comparing the achieved heart rate from those two methods with the one calculated using pulse oximetry waveforms. After detecting the QRS events, the BCG artifacts were reduced using AAS, included in EEGLAB's FMRIB plugin. Next, the data were examined for intervals exhibiting significant motion or instrumental artifacts ("bad intervals") using EEGLAB's function, named pop_rejcont, and bad intervals were marked to be further removed. B) Independent Component Analysis (ICA). The Infomax ICA algorithm (Bell and Sejnowski, 1995) , implemented in the EEGLAB toolbox, was applied to the EEG data after template artifact correction. The ICA algorithm was used to decompose the EEG data into the independent components (ICs). The number of components was set to the number EEG channels (31 for this study). The bad intervals may have significantly affected the ICA results due to their high amplitude and power. Therefore, they were removed prior to ICA. ICs are flagged within the APPEAR algorithm if they were determined to be one of the following artifacts: BCG, blink, saccade, single channel, or muscle.
Figures
Artifacts are determined with spectrum properties, topographic map properties, or an analysis of each IC's contribution. Using the mixing matrix after the bad interval removal and the EEG data before the bad interval removal, an IC matrix related to the whole dataset (before removing bad intervals) was computed.
The columns related to artifactual ICs were removed from the mixing matrix and replaced with zero vectors to form a new mixing matrix. Then, a final, reconstructed EEG data matrix, xfinal, with the same size as the original raw EEG, was computed using the original ICA relationship for EEG data and ICs. Tables   Table 1. APPEAR EEG preprocessing computation times (Run Times in seconds) for each subject for rest (8 minutes) and task (Stop Signal, 8 minutes and 32 seconds) EEG-fMRI datasets. 
Manual M (SD) Mean comparison
Fz -5.21(4.44) -5.33(4.27) t(7) = 0.32, p = 0.76, d = 0.03 FCz -6.21(3.59) -6.48(4.20) t(7) = 0.70, p = 0.50, d = 0.07 Cz -5.41(3.36) -5.99(3.66) t(7) = 1.91, p = 0.10, d = 0.16 P3 Fz 8.45(4.79) 8.71(3.83) t(7) = -0.37, p = 0.72, d = -0.06 FCz 11.51(5.81) 11.73(5.14) t(7) = -0.39, p = 0.71, d = -0.04 Cz 11.69(5.34) 12.34(4.75) t(7) = -1.44, p = 0.19, d = -0.13 Pz 9.03(3.86) 9.20(3.83) t(7) = -1.02, p = 0.34, d = -0.04 Table 3 . T-tests comparing signal-to-noise ratios N2 and P3 across automated (APPEAR) and manual (Manual) processing. The Cohen's d value was calculated for each comparison. 2.36(2.37) t(7) = 0.04, p = 0.97, d = 0.01 Cz 2.03(1.41) 2.23(2.11) t(7) = -0.39, p = 0.71, d = -0.11 P3 Fz 3.80(2.25) 3.02(2.20) t(7) = 1.40, p = 0.20, d = 0.35 FCz 4.67(1.43) 4.08(3.26) t(7) = 0.79, p = 0.45, d = 0.23 Cz 4.58(2.61) 4.44(3.19) t(7) = 0.21, p = 0.84, d = 0.05 Pz 3.53(2.74) 3.79(2.33) t(7) = -0.68, p = 0.51, d = 0.10 Supplemantary Table S1 . The average heart rate for all subjects (Rest, and Stop Signal experiments) derived from: i) the simultaneous ECG signal recorded with EEG (calculated with the FMRIB plug-in implemented in MATLAB); ii) EEG data (computed using independent component analysis); iii) physiological pulse oximetry signal concurrently and independently recorded during EEG-fMRI (MATLAB peak detection function -findpeaks). The values in parentheses show the absolute heart rate difference measured between ECG/EEG and pulse oximetry. with one negative (or positive) primary polarity region and polarity arc region; and Condition (iv) sets the minimum areas for the secondary polarity region and polarity arc region in the topographic map.
Supplementary Material
In the time-series of a BCG IC, there are distinct peaks (approximately every 1 second) caused by cardiac pulsations. Removing the BCG IC from the EEG time-series signal shows a steady signal reduction at the pulsation peaks. Looking at the signal contribution of a BCG IC, the average positive and negative magnitudes (α+ and α-, respectively) of the reduced signal (α') after removing the IC are compared to the original time-series signal (α). In , the thresholds for the average positive and negative magnitudes for any channel j are: (i) 0.5(αj+'/αj+ + αj-'/αj-) < 0.97 and (ii) min(αj+'/αj+ + αj-'/αj-) < 0.95. If these two thresholds are met, the IC is flagged as a BCG artifact.
Supplementary Figure S1: Comparison between Power Spectral Density (PSD) after applying Average
Artifact Subtraction (AAS, black line) and Optimal Basis Sets (OBS, red line) for subject 5 (A) and subject 8 (B).
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